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FLASHLIGHT EFFECTFLASHLIGHT EFFECT

The above oval is an HPHT lab grown diamond. The diamonds next to it are natural 
diamonds, but they are partially painted in red. You must always take a diamond that is 

fully red painted out to be sure of the results of the other diamonds.

As seen above, after taking out the OVAL stone that acts like a flashlight, there is
NO RED PAINTING - THE STONES ARE NATURAL. 

RESULT PICTURES
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FLASHLIGHT EFFECTFLASHLIGHT EFFECT

Under Long UV illumination, the oval (which is an HPHT lab grown diamond) does not 
show any fluorescence. Some of the natural diamonds show fluorescence.

As seen above, after taking out the oval stone that acts like a flashlight,
some natural diamonds show fluorescence under Long UV illumination.

LUV PICTURES
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FLASHLIGHT EFFECTFLASHLIGHT EFFECT

The HPHT lab grown diamonds and NATURAL diamonds fluoresce in blue. However, due 
to the fact that HPHT lab grown diamonds show phosphorescence, it will be marked in 

red in the RESULT picture.

As seen above, after taking out the HPHT lab grown oval diamond that acted like a flashlight, 
natural diamonds show blue color under our proprietary light.

COLORED PICTURES
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These HPHT and CVD lab grown 
stones show phosphorescence. 
Simulants and natural diamonds 

show NO phosphorescence 
whatsoever.

Only the natural diamond on the 
bottom right shows some blue 
fluorescence. Simulants and lab 
grown diamond will never show 

fluorescence under Long UV 
illumination.

SIMULANTSSIMULANTS
Non-diamonds do not show fluorescence or phosphorescence at all. That means they will not emit light under our 
proprietary light or under the long UV illumination. If they show any color at all, please understand that it is only a 

REFLECTION. You can easily discern if the stone shines or just reflects some light.

The top 2 stones are moissanite.

The 2nd row of stones are CZ.

The bottom 3 stones:

- The left one is an HPHT lab grown diamond.
- The middle one is a CVD lab grown diamond.
- The right one is a natural diamond.

RESULT AND COLORED PICTURES

COLORED PICTURE GLOWING RESULT LUV RESULT
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False positive means that a natural diamond gets a result of a lab grown diamond. It happens in about 2.5% of 

natural diamond. In order to further reduce this rate we MUST check the LUV (LONG UV ) result.

If a diamond shows BLUE fluorescence under the LUV illumination- it is 100% natural diamond.

Here we have a result of a lab grown diamonds HOWEVER: when we go to the LUV (LONG UV) result – 
both diamonds show blue fluorescence.

That means that both are NATURAL diamonds!!!

Pay Attention: Some natural diamonds that give a false positive result will NOT shine under the Long UV illumination.

RESULT PICTURE LUV PICTURE

FALSE POSITIVEFALSE POSITIVE
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•	 If the result shows blue with no red marking, or if it shows blue fluorescence under 

	 LONG UV  --->→ the diamond is natural.

•	 If the result shows lab-grown  --->→ there is a small chance (about 2%) that the stone is 	

	 actually natural. 

 

	 In other words, about 2 out of every 100 natural diamonds may be mistakenly flagged as 

	 lab-grown.

	 This is called a false positive.

For any problems, please visit our www.yehuda.com website and watch the video that addresses your 

concern. We have created numerous short instructional videos and we are certain that you will find 

the one that will address the problem you are experiencing.

Customer support:

You can send a question through the app. Go to ‘CONTACT US”, describe the issue and send it. We 

will send you an email with a solution or call you ASAP. 

 

Phone numbers:

Israel	 +972-3-575-1456

New York	 +1-212-221-5985

India	 +91-98205-11479

Email	 sh@yehuda.com

Website	 www.yehuda.com

Sherlock Holmes Detect LTD.

16 Haharoshet street

Or Yehuda 

Israel

TROUBLE SHOOTINGTROUBLE SHOOTING

WHAT DOES THIS MEAN FOR YOU?WHAT DOES THIS MEAN FOR YOU?

•	 The Sherlock Holmes 4.0 detects all lab-grown diamonds.

•	 The Big Sherlock and Dr. Watson use the same detection technology as the Sherlock Holmes 4.0.

•	 The system has a false positive rate of only 2.5%.

	 o	 False positive means that a natural diamond is mistakenly identified as a lab-grown diamond.

 

ACCURACY OF OUR RESULTS:ACCURACY OF OUR RESULTS:
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POWER 

Device is powered by internal rechargeable Lion 200mAh battery 

 

REAR PANEL 
1	 Power button
2	 Charging and service connector
3	 Jewelry tray 

FRONT PANEL 
4	 Charged LED:  OFF- Not charging or OFF 
	 Blink – Charging in progres.	Green – Charging complete
5	 Bluetooth LED:  OFF- Device is OFF
	 Slow blink - Device is ON and ready to communicate.

	 Fast blink - Device is Connected and communicating.

POWER ON/OFF 

To power ON the device, push the power button (1) for more than 0.5Sec.

To power off the device push the power button (1) for more than 2Sec.

CHARGING
Charge with USB 5V/2A charger. Charging port type: USB-C.

OPERATION 
Make sure device is on tray before running a test. A message will appear in the application if not on 

tray. Test cannot be performed with device not on tray.

SPECIFICATIONS 

DR WATSONDR WATSON

Weight 0.85Kg  [1.9lbs]

Charging Power rating 5V/1A

Dimensions WxLxH 90x140x102mm [3.5”x5.5”x4”]

Operating temperature 0-40°C [32-104°C]

Altitude 1500m [4920ft]
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POWER 

Wall mount power supply (Supplied with equipment).

Input: 100-240VAC 47-63Hz 

Output: 24VDC / 48W 

  

REAR PANEL 
1	 Power Input Connector
2	 USB Connector for service. 
3	 Power button 

POWER ON/OFF 

To power ON the device, plug in the power and push the power button (3) for more than 0.5Sec.

To power off the device push the power button (3) for more than 2Sec.

 

REAR PANEL 
4	 Power LED:	OFF- No Power or device is OFF. 
	 GREEN- Device is ON. RED- General failure, contact service. 
5	 Bluetooth LED: Slow blink: Device is ready to communicate. 
	 Fast blink: Connected and communicating.
6	 Jewelry Drawer 

 
OPERATION 
Make sure tray is closed before running a test. A message will appear in the application if tray is out.

Test cannot be performed with tray out.

SPECIFICATIONS 

SHERLOCK 4.0SHERLOCK 4.0

Weight 3.7Kg  [8.2lbs]

Charging Power rating 24V/1A

Power supply (included) Input: 100-240 VAC 47-63Hz 
Output: 24V/48V

Dimensions WxLxH 350x330x255mm[13.8”x13”x10”]

Operating temperature 0-40°C [32-104°C]

Altitude 1500m [4920ft]
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POWER 

Desktop power supply (Supplied with equipment).

Input: 90-264VAC 47-63Hz

Output: 24VDC / 90W
 

 

REAR PANEL 
1	 Power Input Connector
2	 Main power switch 
3	 USB connector for service 

REAR PANEL 
4	 Jewelry Drawer
5	 Power LED:	OFF- No Power or device is OFF. GREEN- Device is ON. 
	 RED- General failure, contact service. 
6	 Bluetooth LED: Slow blink: Device is ready to communicate.  
	 Fast blink: Connected and communicating.

 
OPERATION 
Make sure door is closed before running a test. A message will appear in the application if door is 

open. est cannot be performed with open door.

SPECIFICATIONS 

BIG SHERLOCKBIG SHERLOCK

Weight 10.5Kg  [23lbs]

Charging Power rating 24V/3A

Power supply (included) Input: 100-240VAC 47-63Hz
Output: 24V/90W

Dimensions WxLxH 350x330x255mm [13.8”x13”x10”]

Operating temperature 0-40°C [32-104°C]

Altitude 1500m [4920ft]
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High Voltage is used in the operation of this equipment.  To avoid risk of 

electrical shock do not remove any cover. No user serviceable parts inside. 

Refer servicing to qualified service personnel.

Ultraviolet light is used in the operation of this equipment.   

Do not remove any cover.

WARNING AND SAFTEYWARNING AND SAFTEY

Place the device in a place with easy access to power connection. 


